From: 

Sent: 

To: 


Piro, Peter (DPH) 

Wednesday, July 18, 2012 11:11 AM 

Salemi, Charles (DPH); Saunders, Della (DPH); Gagnon, Kenneth (POL); Glazer, Lisa 
(DPH); Corbett, Kate (DPH); Frasca, Daniela (DPH); Piro, Peter (DPH); Renczkowski, 
Daniel (DPH); Medina, Nicole (DPH); Tran, Mai (DPH); Lawler, Michael (DPH); Lleshi, 
He vis (DPH); O'Brien, Elisabeth (DPH) 

Subject: GC/MS Correct Mass Assignment 


To all GC/MS operators, 

We will change mass assignment tolerance to +/- 0.2 from +/- 0.1. 
Thank you, 

Peter Piro 

GC/MS Laboratory Supervisor I 
Department of Public Health 
Hinton State Laboratory Institute 
Forensic Drug Laboratory, Rm 361 
305 South| Street 
Jamaica Plain, Ma 02130 
617-983-6634 
Peter. Piro@state.ma. us 
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